Introduction {#Sec1}
============

Takotsubo syndrome (TTS) is characterized by an acute heart failure syndrome and associated with a bevy of adverse events^[@CR1]--[@CR5]^. Four forms of TTS according to affected wall motion changes have been described^[@CR1],[@CR3],[@CR6]--[@CR8]^. Despite the reversibility of TTS recently published data have described a comparable outcome with ACS^[@CR3],[@CR9]^. The declined outcome is reflected by TTS associated complications including arrhythmias. It has been debated that life-threatening arrhythmias are common in up to 14% of TTS cases and related to QTc interval prolongation^[@CR10]--[@CR12]^.The management of arrhythmias in TTS challenges physicians based on the reversible character.

The present study aimed to investigate the role of cardiac implantable electronic devices (CiED) in TTS syndrome and long-term follow-up of its importance and associated complications.

Methods {#Sec2}
=======

We recruited 142 patients diagnosed with TTS between January 2003 and September 2017 at the Medical Faculty of Mannheim and University of Frankfurt. The diagnosis TTS was reviewed by two independent experienced cardiologists on the basis of the Mayo Clinic Criteria^[@CR13],[@CR14]^.

The study protocol received ethics approval from the Ethics Committee of the Medical Faculty Mannheim, University of Heidelberg^[@CR4]^. The need for informed consent was waived by the ethics committee. All methods were performed in accordance with the relevant guidelines and regulations.

Cases were divided into two groups according the use of CiED including transient and permanent pacemaker, transvenous ICD, subcutaneous ICD and wearable cardioverter defibrillator or not. CiED was recommended due to the occurrence of life-threatening arrhythmias (encompassing ventricular tachycardia, ventricular fibrillation as well as complete atrioventricular block) and the persistence of reduced ejection fraction (EF) at discharge, all of which were assessed by ECG and echocardiography independently reviewed by two experienced cardiologists prior admission, at admission or during hospital stay. Evaluation the rate of recurrence of life-threatening arrhythmias at short- and long-term was conducted using chart review and medical records.

Different TTS related complications and the outcome of patients including arrhythmias with use of device therapy, thromboembolic events, pulmonary congestion with the need for ventilation, cardiogenic shock and subsequent use of inotropic agents were assessed at TTS event and over follow-up by chart-review and telephone review. The cause of death was evaluated using the above mentioned assessments. Unknown cause of death was defined in cases with unclear cause of death.

Statistics {#Sec3}
----------

SPSS statistics 23.0 was used for statistical analysis. Continuous variables with normal distribution and non-continuous variables not normal normal distribution were presented as means ± standard deviation or median with interquartile range, which have been compared using student's t-test and the Mann--Whitney U-test. A frequency (%) was used for categorical variables and compared using Chi-squared-test or Fisher's exact test. Statistical significance was defined as a p value ≤ 0.05.

Results {#Sec4}
=======

Baseline demographics {#Sec5}
---------------------

We studied the clinical and echocardiographic data of 142 TTS patients. Of these, in 9 (6.3%) patients device implantation was undertaken. The indication for CiED implantation was as following; ventricular fibrillation (n = mp2), torsade de pointes (n = 2), completely atrioventricular-Block (n = 1), and highly reduced EF at discharge (n = 4). The baseline characteristics of patients, who received a CiED are illustrated in Table [1](#Tab1){ref-type="table"}.Table 1Baseline characteristics of 142 patients initially presenting with TTS.Variables*No Device* (n = 132)*Device* (n = 9)p value\*Demographics  Age, mean ± SD66.5 ± 11.159.5 ± 26.00.43  Female, n (%)112 (85)8 (89)0.74Symptoms, n (%)  Dyspnea52 (39)5 (55.5)0.48  Chest pain67 (50.7)3 (33.3)0.71Clinic parameter  Systolic BP, mmHg133.3 ± 30.2117 ± 500.38  Diastolic BP, mmHg78.3 ± 15.867.4 ± 26.80.34  Heart rate, bpm99.6 ± 25.784.3 ± 24.50.08ECG Data, n (%)  ST-segment elevation40 (30)1 (11.1)0.67  Inversed T-Waves117 (88)8 (89)0.65  PQ-interval159 ± 8161.7 ± 260.82  QTc (ms), mean ± SD474.3 ± 62.2454.4 ± 57.40.34Stress factor, n (%)  Emotional sress40 (30)3 (33.3)1.00  Physical stress62 (47)3 (33.3)0.50Laboratory values, mean ± SD  C-Reactive protein (mg/l)49.4 ± 77.814.9 ± 290.01  Hemoglobin12.2 ± 2.012.0 ± 2.30.72  Creatinine (mg/dl)1.1 ± 0.611.2 ± 29.20.33Echocardiography data, n (%)  LV EF%39.1 ± 9.730 ± 7.7\<0.01  Follow-up LV EF %52.5 ± 10.643.3 ± 17.30.15  Apical ballooning94 (71.2)8 (89)0.26  Mitral regurgation62 (47)6 (66.6)0.20  Tricuspid regurgation49 (37)6 (66.6)0.08  RV-Involvement28 (21.2)2 (22.2)1.00Medical history, n (%)  Smoking41 (31)1 (11.1)0.28  Diabetes mellitus28 (21.2)3 (33.3)0.45  BMI MI25 kg/m²33 (25)6 (66.6)0.02  Hypertension78 (59)5 (55.5)1.00  COPD27 (20)0 (0)0.20  Atrial fibrillation23 (17.4)2 (22.2)0.67  Coronary artery disease22 (16.6)2 (22.2)1.00  History of malignancy15 (11.3)2 (22.2)0.29Drugs on admission, n (%)  Beta-blocker44 (33.3)4 (44.4)0.46  ACE inhibitor50 (38)3 (33.3)1.00  ARB9 (7)3 (33.3)0.03  Aspirin34 (26)3 (33.3)0.68Baseline characteristics of patients presenting with TTS according to implantation of devices. \*p values for the comparison between *no device implantation and device implantation*; SD, Standard deviation; ECG, Electrocardiogram; EF, Ejection fraction; BMI, body-mass-index, COPD, Chronic obstructive pulmonary disease; ACE, Angiotensin-convetring-enzyme; ARB, Angiotesin-receptor-blocker.

In-hospital complications {#Sec6}
-------------------------

Patients treated with CiED suffered more frequently of in-hospital complications; Table [2](#Tab2){ref-type="table"}. Cardiogenic shock was more frequently documented in the CiED group (66.6%) as compared to the non-CiED group (16.6%); p \< 0.01. Consequently, the use of positive inotropic drugs was significantly higher in the device group (55.5% versus 16%; p = 0.01). Cardiopulmonary resuscitation (44.4% versus 5.5%; p \< 0.01) was significantly more presented in the device group. Patients treated with CiED tended to stay longer in the hospital than patients without CiED treatment (8.3 ± 6.0 versus 4.5 ± 6.0 days; p = 0.07). Other TTS related complications including respiratory support and intubation were similarly documented in both groups.Table 2Events and treatment strategy.Variables*No device* (n = 132)*Device* (n = 9)p value\*NPPV and intubation78 (59)4 (44.4)0.49Inotropic agents21 (16)5 (55.5)0.01Resuscitation7 (5.3)4 (44.4) (0.01VA-ECMO1 (0.75)0 (0)1.00Admission to ICU, length of stay4.5 ± 6.08.3 ± 6.00.07In-hospital death10 (7.5)0 (0)1.00Acquired Long QTs85 (64.4)5 (55.5)0.47Cardiogenic shock22 (16.6)6 (66.6)\<0.01Malignant arrhythmia9 (7)4 (44.4)\<0.01In-hospital events in TTS patients with and without device implantation. \*p values for the comparison between *no device implantation and device implantation*; NPPV, Noninvasive positive pressure ventilation; VA-ECMO, Veno-arterial extracorporal membrane oxygenation; ICU, Intermediate care unit.

CiED implantations and follow-up {#Sec7}
--------------------------------

### Pacemaker {#Sec8}

One TTS patient presented an apical form. The same patient was admitted to the hospital two years later due to recurrent syncope. Echocardiography and coronary angiography presented a recurrent TTS. This patient received a temporary pacemaker at admission. Due to persistent bradycardia and atrioventricular block III, a permanent pacemaker implantation was done. Regular device check-ups over 8 years presented ongoing bradycardia and AV-block III. No complications have been documented.

### Transvenous ICD {#Sec9}

One patient was admitted from a referral hospital due to bradycardia and hypoglycemia. One day after admission torsade de pointes has been documented and terminated with a cardioversion (Fig. [1C](#Fig1){ref-type="fig"}). A coronary angiography excluded relevant stenosis. However, echocardiography and laevocardiography presented a biventricular TTS form of apical form. CiED implantation was undertaken. Ongoing regular device-follow-up showed no more bradycardia or life-threatening arrhythmia. Additionally no complications have been documented over the follow-up.Figure 1(**A**) Cumulative ECG shows recurrent ventricular fibrillation in a female patient with recurrent use of cardioverter defibrillator. (**B**) Cardiac MRI shows a midventricular TTS. The patient has been resuscitated and defibrillated 8 times. (**C**) ECG of a TTS patient presents torsade de pointes.

### Subcutaneous ICD {#Sec10}

Subcutaneous ICD (s-ICD) has been implanted in two patients. The first patient was admitted to the hospital for a coloscopy. During coloscopy cardiopulmonary resuscitation because of ventricular fibrillation was required (Fig. [1A](#Fig1){ref-type="fig"}). Cardiac MRI, coronary angiography and echocardiography showed a midventricular TTS. Due to recurrent ventricular fibrillation defibrillation was performed eight times. Because of the recurrent ventricular fibrillation ICD implantation was undertaken. During the follow-up of 2 years no complications or life-threatening arrhythmias have been documented.

The second patient was a 22 years old female. The patient was admitted to the hospital due ventricular fibrillation. ECG documentation presented a long QT syndrome. Additionally, an old ECG recorded 4 years ago documented a prolonged QTc interval. There was no family history of sudden cardiac death. In-hospital diagnostics showed a highly reduced EF. Cardiac MRI confirmed an apical TTS form. A recovery of EF has been documented in the hospital. This patient underwent subcutaneous ICD implantation due to a suspected congenital long QT syndrome. Neither complications nor arrhythmias have been documented over 3 months of follow-up.

### Wearable cardioverter defibrillator {#Sec11}

A wearable cardioverter defibrillator was used in five TTS patients due to a highly reduced left ventricular EF. Almost three months later a recovery of EF was documented. However, one female patient (17 year old) underwent an s-ICD implantation due to a suspected congenital long QT-syndrome. No complications or life-threatening arrhythmias have been documented during the follow-up.

Table [3](#Tab3){ref-type="table"} illustrates a detailed follow-up of TTS treated with CiED.Table 3Device follow-up.Sex, ageDevice indicationType of DeviceFollow-up of device (days)Complicationsarrhythmia or bradycardiaFemale, 55Recurrent VFs-ICD109500Female, 86AV-Block IIISingle chamber292001Female, 76TDP and bradycardiaDual chamber ICD93001Male, 76Highly reduced EFWCD8400Female, 67Highly reduced EFWCD8400Female, 22TDP and VFs-ICD3000Female, 51Highly reduced EFWCD73000Female, 86Highly reduced EFWCD36500Female, 17VFWCD73000Detailed description of TTS patients underwent device therapy. Regular follow-up including complications is illustrated. s-ICD: subcutaneous ICD; TDP: torsade de pointes; EF: ejection fraction; VF: ventricular fibrillation, WCD: wearable life vest.

Discussion {#Sec12}
==========

Using our retrospective clinical investigation of 142 TTS patients, we are able to conclude that: (i) the use of CiED in TTS might be safe; (ii) the long-term need for pacemaker in TTS is higher as compared to ICD; (iii) due to the recovery of EF a wearable cardioverter defibrillator might be not required in TTS patients

TTS has been thought to be associated with a favorable prognosis. Recently published data have shown a similar outcome of TTS and ACS. TTS related complications including arrhythmias and acute heart failure have been reported^[@CR10],[@CR11],[@CR15]^. Up to 14% of TTS patients may suffered from lifethreatening arrhythmias and triggered by a QTc interval prolongation. The management of such complication remains challenging physicians due to the reversible character of TTS and absence of risk stratification strategies.

Our study is the largest, to the best of our knowledge, which describes the use of permanent and temporary CiED in TTS.

Stiermaier *et al*. has described a higher in-hospital and one-year mortality rate of TTS patients associated with life-threatening arrhythmias including ventricular fibrillation, ventricular tachycardia and complete atrioventricular block^[@CR11]^. It has been reported that one patient was treated by ICD implantation and one patient was discharged with a wearable cardioverter defibrillator. Follow-up did not record any relevant arrhythmias^[@CR16]^. Here we report about the use of wearable cardioverter-defibrillator in 5 patients and s-ICD in 2 patients. No arrhythmias have been documented over long-term follow-up. One young patient treated with a wearable cardioverter defibrillator has undergone an s-ICD due to a congenital long QT. All these data suggest a consensus that cardioverter defibrillator including wearable cardioverter defibrillator are not recommended in TTS patients. The higher vulnerability of myocardial muscle to develop ventricular arrhythmias at TTS event might be explained by oedema^[@CR2]^. Another important trigger for ventricular arrhythmias is the acquired long-QT syndrome. Long QT syndrome is associated with sudden cardiac death. Recently published data of a TTS model using induced pluripotent stem cells showed that estradiol attenuates the acquired long-QT syndrome^[@CR17]^, consistent with the clinical observation that TTS occurs frequently in postmenopausal women. Of note, in our current study, we found a concomitant long QT syndrome and TTS at the same time. Both patients were young. Therefore, a congenital channelopathy should be evaluated using family screening and genetic screening.

Cardiac arrest could be in presented in TTS patients in absence of QT prolongation. The main mechanism for this finding might be related to catecholamine toxicity. In other cases TTS might be the results of cardiac arrest and cardiopulmonary resuscitation^[@CR18]^.

The reversible character of wall motion abnormality of TTS may explain the uncertain value of cardioverter defibrillators (ICD and wearable life-vest) as showed in our study^[@CR19]^. In contrast, our findings in one patient with permanent pacemaker showed that a permanent device might be required in TTS patients with bradycardia or atrioventricular block. Our data are comparable with the study of Stiermaier *et al*. on the use of pacemaker in TTS patients.

The ongoing susceptibility to fatal bradyarrhythmias in TTS patients after index-event and lower-susceptibility to fatal tachyarrhythmias after the acute TTS event might be explained by the recommended medication (beta-blockers) at discharge. Beta-blockers suppress ventricular tachyarrhythmias, but nervertheless decrease the heart rate and might be the cause for permanent pacing of pacemakers. We have recently presented in our TTS model that beta-blockers shorten the action potential duration consisting with a shortening of QT-interval and reducing the arrhythmia risk.

Study limitations {#Sec13}
-----------------

This study is a bi-centric retrospective case series study with a low number of patients and without a comparative control group. Therefore the non-significant comparison values of baseline characteristics should be evaluated with caution. Magnetic resonance imaging was not performed systematically to find a possible interaction between remnant edema and/or inflammation and life-threatening arrhythmias. The use of electrophysiology work-up to stratify the risk of ventricular tachyarrhythmias in TTS patients was not evaluated.

Conclusions {#Sec14}
===========

Permanent CiED implantation might be recommended in cases of bradyarrhythmias. The use of temporary and permanent cardioverter defibrillator is not recommended in TTS patients. More data on management of life-threatening arrhythmias are necessary to provide a general recommendation.
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